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Introduction 


The  purpose  of  our  work  is  to  develop  and  test  a  new  kind  of  imaging  method 
we  call  ’’palpation  imaging”.  We  expect  that  palpation  imaging  will  be  a 
useful  tool  for  improving  the  discrimination  between  benign  and  malignant 
breast  tumors.  The  scope  of  the  effort  in  our  first  year  of  funding  was  to 
implement  a  newly-developed  algorithm  for  motion  tracking  on  a  commercial 
ultrasound  imaging  system  and  to  begin  testing  that  new  imaging  system. 
The  algorithm  provides  images  of  the  mechanical  strain  induced  in  tissue  by 
pressing  the  ultrasound  transducer  against  the  skin  surface.  These  images 
are  produced  at  substantially  real-time  frames  rates  with  normal  ultrasound 
B-mode  and  strain  images  displayed  side-by-side  at  eight  frames  per  second. 
The  algorithm  is  fully  integrated  into  the  commercial  system  and  requires 
no  system  modifications.  Breast  exams  performed  on  volunteers  have  shown 
that  no  additional  fixtures  are  required  to  perform  these  scans.  In  fact,  the 
palpation  imaging  study  is  almost  identical  to  the  standard  clinical  breast 
ultrasound  exam.  With  the  moderate  number  of  patients  examined  to  date, 
we  find  distinct  strain  images  for  cysts,  fibroadenomas,  and  invasive  ductal 
carcinomas.  Comparing  lesion  area  measured  in  B-mode  versus  strain  images 
we  find  complete  discrimination  between  benign  and  malignant  lesions  with 
the  data  obtained  so  far.  This  work  is  summarized  briefly  in  our  contribution 
to  the  2001  IEEE  Ultrasonics  Symposium  Proceedings  [1]. 


Body 

Four  Tasks  (Tasks  1-3  and  6)  were  approved  for  implementation  within  the 
first  year  of  support.  The  overall  effort  in  year-1  was  to  program  a  commer¬ 
cial  clinical  ultrasound  imaging  system  with  our  motion  tracking  algorithm 
and  begin  testing  that  system  on  phantoms  and  volunteer  patients.  We  are 
extremely  excited  with  our  results  to  date  and  are  very  encouraged  with  the 
potential  for  this  new  kind  of  imaging  system.  Below  is  a  description  of  the 
approved  Tasks  and  the  progress  toward  achieving  each  goal. 

Task  1.  Implement  real-time  palpation  imaging  on  a  commercial  sonog¬ 
raphy  system  (months  1-4):  o,)  Program  the  imaging  system  digital  signal 
processors  to  estimate  strain  from  consecutive  image  frames,  b)  Develop  a 
user  interface  for  controlling  the  data  acquisition  and  processing  parameters, 
c )  Test  the  system  using  existing  phantoms  and  laboratory  fixtures  with  mo- 
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torized  motion  control  to  determine  the  penalty  for  using  fixed-point  versus 
floating  point  calculations. 

One  of  the  Co-Investigators  in  our  effort  (Dr.  Vanning  Zhu)  spent  three 
months  at  Siemens  Medical  Systems  Ultrasound  Group  (SMSUG)  (Issaquah, 
WA)  learning  to  program  their  system  and  has  modified  our  algorithms  to 
efficiently  execute  on  their  SONOLINE  Elegra  Image  Processor  subsystem. 
We  are  grateful  to  SMSUG  for  their  technical  assistance  in  this  effort.  Al¬ 
though  the  software  we  have  developed  is  fully  functional,  it  is  also  still 
under  development.  Among  the  major  accomplishments  are  that  the  system 
acquires  ultrasound  quadrature  echo  data,  processes  the  normal  ultrasound 
B-mode  image  and  an  image  of  mechanical  strain,  and  displays  these  images 
side-by-side  at  about  eight  frames  per  second.  We  have  found  that  frame  rate 
is  sufficiently  fast  to  provide  feedback  to  the  hand-eye  coordination  system 
to  allow  manipulating  the  conditions  of  tissue  compression  to  consistently 
obtain  high-quality  strain  images.  We  have  tested  this  system  throughout 
its  development  and  found  no  difference  in  the  variance  of  time-delay  (tissue 
displacement)  estimates  for  either  floating-point  or  integer  computations  (as¬ 
suming  the  integer  computations  are  implemented  to  maximize  the  available 
bit  depth).  The  algorithm  was  implemented  both  on-line  using  the  Siemens 
SONOLINE  Elegra  with  two  Texas  Instruments  TMS320C80  MVP  (TI  C80) 
processors  (integer  computation)  and  off-line  using  MATLAB  and  both  inte¬ 
ger  (an  implementation  identical  to  that  on  the  TI  C80)  and  floating  point 
computation.  In  both  MATLAB  implementations,  the  displacement  esti¬ 
mates  approach  the  Cramer-Rao  lower  bound  on  displacement  estimates. 
This  means  that  we  are  using  the  available  information  nearly  as  efficiently 
as  physically  possible.  The  manuscript  that  describes  the  implementation  of 
this  algorithm  and  initial  testing  for  displacement  variance  is  under  develop¬ 
ment.  A  more  extensive  report  of  the  experimental  variance  in  displacement 
estimates  (noise  in  strain  images)  as  related  to  such  experimental  parameters 
as  the  transducer  center  frequency  and  bandwidth  will  follow. 

Task  2.  Develop  data  acquisition  techniques  that  provide  high-quality 
palpation  images  without  the  use  of  fixtures  (months  3-12):  a)  Implement 
techniques  that  mimic  those  used  for  phantom  imaging  including  small  hand¬ 
held  fioctures  to  restrict  motion  perpendicular  to  the  image  plane,  b)  Test  those 
techniques  in  phantoms  and  compare  target  contrast-to-noise  ratio  for  labora¬ 
tory  (large  motorized  fixtures,  controlled  motion)  versus  clinical  (small  hand¬ 
held  fioctures,  restricted  motion)  systems,  c)  Test  the  clinical  systems  (real¬ 
time  palpation  imaging  with  small  fixtures)  using  anthropomorphic  breast 
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phantoms,  d)  Test  the  clinical  systems  on  volunteer  patients  with  palpable 
breast  abnormalities,  e)  Modify  the  data  acquisition  techniques  to  eliminate 
the  need  for  fixtures  to  restrict  motion  while  maintaining  image  quality,  f) 
Measure  conspicuity  of  breast  lesions  to  assess  the  relative  merit  of  different 
data  acquisition  techniques. 

The  greatest  effort  expended  so  far  in  this  Task  has  been  in  the  devel¬ 
opment  of  scanning  techniques  for  obtaining  high-quality  strain  images  of 
the  breast  in  vivo.  As  described  in  the  proposal,  we  began  with  simple  rect¬ 
angular  block  phantoms  and  compared  motorized  versus  freehand  scanning. 
These  tests  used  fixtures  that  allowed  us  to  restrict  out-of-plane  (elevation) 
motion  of  the  phantom  material  as  the  block  was  deformed  in  the  axial  di¬ 
rection  (parallel  to  the  acoustic  beam).  We  found  that  the  small  fixture  used 
for  freehand  scanning  (hereafter  called  the  “fixture”)  minimized  elevation 
motion,  just  as  the  larger  fixture  used  in  the  laboratory  motorized  compres¬ 
sion  system,  but  it  was  somewhat  cumbersome  to  use.  Freehand  scanning 
of  phantoms  for  strain  imaging  without  fixtures  was  far  easier  than  we  had 
anticipated.  We  skipped  the  step  of  using  fixtures  on  breast-shaped  phan¬ 
toms  and  went  directly  to  freehand  scanning  of  these  objects  and  found  this 
to  also  be  trivially  easy.  The  leap  to  scanning  in  vivo  breasts  was  more  dif¬ 
ficult.  In  this  case,  the  use  of  the  freehand  scanning  fixture  for  minimizing 
elevation  motion  was  little,  if  any,  help.  We  found  that  breast  tissue  is  so  in¬ 
homogeneous,  particularly  with  tissue  boundaries  sliding  across  each  other, 
that  the  fixture  did  little  to  limit  elevation  motion  and  was  more  trouble 
than  it  was  worth.  The  most  significant  improvement  in  ease  of  scanning 
came  from  further  code  optimization  and  modifying  the  user  interface  for 
controlling  real-time  palpation  imaging  so  as  to  reduce  the  size  of  the  region 
of  interest  (ROI)  for  which  the  strain  images  are  computed.  The  result  was 
a  significantly  higher  frame  rate.  When  the  frame  rate  hit  about  four  frames 
per  second  we  had  sufficiently  frequent  frame  update  to  provide  the  hand-eye 
coordination  system  enough  information  to  control  the  conditions  of  tissue 
compression  and  obtain  high-quality  strain  images  in  vivo.  Our  frame  rate 
is  currently  about  eight  frames  per  second  with  a  somewhat  reduced  (ROI). 
Further  development  of  the  software  is  expected  to  provide  a  frame  rate  of 
11  frames  per  second  with  full-field  strain  imaging.  Iterating  between  what 
we  learned  with  freehand  scanning  of  phantoms,  then  in  vivo  breasts,  and 
back  to  phantoms,  we  found  that  the  key  to  obtaining  sequences  of  high- 
quality  strain  images  (high  contrast-to-noise  and  high  similarity  from  frame 
to  frame)  is  high  frame  rate.  The  current  frame  rate  is  fast  enough  to  allow  us 
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to  manipulate  the  compression  conditions  while  scanning.  This  manipulation 
is  essential  for  obtaining  low  noise  strain  image  data.  Figure  1  shows  that 
the  variance  in  our  displacement  estimates  (the  fundamental  information  in 
strain  images)  is  comparable  for  freehand  and  motorized  compression  of  a 
uniform  block  phantom.  Displacement  variance  for  in  vivo  breast  scans  are 
included  for  comparison  and  show  that  the  variance  for  in  vivo  displacement 
estimates  is  somewhat  higher  than  that  for  homogeneous  phantom  materials 
with  simple  geometry.  (Note  that  our  method  for  estimating  this  variance 
is  valid  for  a  homogeneous,  isotropic  phantom,  but  is  only  an  approximation 
in  heterogeneous  tissue  and  provides  an  overestimate  of  the  displacement 
variance  for  tissue.)  This  shows  that  the  penalty  in  image  quality  due  to 
freehand  scanning  is  small,  especially  considering  the  huge  benefit  in  flexi¬ 
bility  in  scanning  procedure  and  future  clinical  acceptability. 

Task  3.  Implement  high-quality  palpation  imaging  algorithm  on  a  com¬ 
mercial  sonography  system  and  perform  preliminary  tests  of  image  quality 
(months  7-17):  a)  Program  the  commercial  sonography  system  to  calculate 
a  high-resolution,  low-noise  palpation  images  as  quickly  as  possible  over  a 
large  region  of  interest,  b)  Develop  a  user  interface  that  allows  manipulation 
of  the  image  formation  algorithm  for  the  trade-off  between  spatial  resolu¬ 
tion  and  image  noise,  c)  Test  the  high-quality  algorithm  on  (geometrically) 
simple  and  anthropomorphic  phantoms  using  the  modified  data  acquisition 
techniques  (Task  2.e).  d)  Use  the  real-time  palpation  imaging  technique  to 
locate  the  desired  region  of  interest  and  obtain  sonographic  data  with  the  ap¬ 
propriate  pre-  and  post-compression  for  volunteer  patients  with  palpable  breast 
abnormalities. 

and  Task  6.  Investigate  the  use  of  novel  techniques,  such  as  harmonic  imag¬ 
ing  and  spatial  quadrature,  for  improved  information  content  in  palpation 
images  (months  18-36). 

This  aspect  of  our  work  is  proceeding  extremely  well.  As  shown  in  fig¬ 
ure  1,  we  can  estimate  displacement,  and  therefore  strain,  in  complex,  in¬ 
homogeneous  in  vivo  breast  tissue  nearly  as  well  as  we  can  in  homogeneous 
gel  phantoms  with  simple  geometry.  This  is  a  much  better  result  than  we 
had  anticipated.  The  key  to  this  success  is  real-time  imaging  of  strain  that 
guides  manipulation  of  the  conditions  of  compression. 

Currently  we  have  implemented  three  displacement  and  strain  algorithms 
on  the  Elegra.  The  simplest  of  these  is  the  algorithm  that  runs  in  real-time 
for  data  acquisition.  This  uses  an  adaptive  search  strategy  to  predict  the 
deformation  based  on  previous  displacement  estimates.  This  adaptive  search 
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Figure  1:  Plots  comparing  the  variance  of  displacement  estimate  error  for 
motorized  and  freehand  scanning.  The  solid  and  dashed  lines  shows  data 
obtained  from  a  uniform  gelatin  block  with  motorized  (solid)  and  freehand 
(dashed)  compression.  The  dot-dash  line  is  the  average  of  three  data  sets 
obtained  by  freehand  scanning  of  in  vivo  breast  lesions.  Our  technique  for 
estimating  this  variance  will  tend  to  overestimate  the  variance  for  heteroge¬ 
neous  materials  such  as  breast  tissue. 

reduces  the  computational  load  for  strain  estimation  by  more  than  two  or¬ 
ders  of  magnitude.  The  algorithm  also  decimates  the  data,  thereby  reducing 
the  number  of  displacement  estimates  in  a  given  region  of  interest.  This 
algorithm  is  used  primarily  for  data  acquisition  during  freehand  scanning 
and  is  a  compromise  between  frame  rate  and  image  quality.  To  halt  data 
acquisition  the  system  ‘freeze’  button  is  pressed,  just  as  in  normal  sonogra¬ 
phy,  and  the  echo  data  are  available  for  on-line  post-processing.  This  same 
(real-time)  strain  imaging  algorithm  can  be  used  to  reprocess  that  data  as 
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the  user  scrolls  through  image  memory,  or  one  of  the  other  algorithms  can 
be  used.  The  second  algorithm  is  identical  to  the  first  except  that  the  data 
is  not  decimated.  Estimating  displacement  with  higher  data  density  reduces 
the  displacement  variance  in  the  adaptive  search  strategy  resulting  in  a  slight 
improvement  in  image  quality.  The  third  algorithm  operates  on  the  full  data 
field  (no  decimation)  and  does  not  use  the  adaptive  search  strategy,  instead 
using  a  full  2-D  search.  This  approach  is  much  more  computationally  inten¬ 
sive,  requiring  about  one  second  per  strain  image  frame,  but  produces  images 
that  lack  the  displacement  error  accumulation  that  can  result  from  the  adap¬ 
tive  search  strategy.  There  are  several  options  for  further  improving  image 
quality  which  are  discussed  below.  These  will  add  to  the  computational 
load  of  strain  imaging,  and  therefore  are  not  likely  candidates  for  improving 
real-time  image  quality,  but  they  will  significantly  improve  post-processed 
images.  Several  image  examples  from  our  current  algorithms  are  displayed 
below.  There  is  a  significant  penalty  in  the  printed  version  of  these  images. 
A  CD-ROM  is  included  in  this  report  that  provides  significantly  higher  qual¬ 
ity  images.  In  addition,  this  CD-ROM  contains  ‘movie  loops’  of  strain  image 
sequences  to  illustrate  what  is  seen  on  the  monitor  of  the  Elegra. 

To  date  we  have  scanned  42  volunteers.  Among  these  there  were  25 
cysts,  18  fibroadenomas,  and  6  invasive  ductal  carcinomas.  Some  of  these 
patients  had  multiple  lesions,  and  some  were  scanned  on  repeat  occasions. 
An  example  of  the  ability  to  repeat  a  strain  image  scan  is  shown  in  figure  2. 

We  have  found  that  the  high  negative  strain  contrast  for  most  fibroade¬ 
nomas,  with  low  pre-compression,  decreases  as  the  lesion  is  compressed.  This 
implies  that  the  tissue  surrounding  the  lesion  has  a  stress-strain  relationship 
that  is  more  nonlinear  than  that  for  the  fibroadenoma.  This  behavior  appears 
to  be  unique  to  fibroadenomas.  It  is  seen  in  fibroadenomas  found  in  both  pri¬ 
marily  glandular  breasts  and  in  fibro-cystic  breasts.  Figure  3  demonstrates 
the  implications  and  reproducibility  of  this  behavior.  The  average  strain  per 
frame  suggests  a  slow  compression  rate  in  this  case.  The  inter-frame  skip 
was  increased  to  pair  every  fourth  frame  in  analyzing  this  sequence  of  data  to 
achieve  an  average  strain  per  frame  of  1-1.5%.  The  cumulative  strain  in  the 
sequence  demonstrates  that  about  a  20%  compression  range  was  achieved  in 
this  study.  The  cumulative  strain  plot  begins  at  zero  as  an  arbitrary  starting 
point,  since  this  is  a  relative  plot  of  the  total  compression  cycle.  Frames  with 
the  same  pre-compression  (relative  cumulative  strain)  and  the  same  frame- 
average  strain  have  equivalent  strain  images  as  shown  in  figures  and  ,  and 
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(a)  Data  acquired  17.Apr.2001  with 
the  7.5L40  array. 


(b)  Data  acquired  30.Apr.2001  with 
the  VFX13-5  array. 


Figure  2:  B-mode  and  strain  images  from  the  same  patient  acquired  in  two 
different  scanning  sessions  two  weeks  apart.  The  no  attempt  was  made  to  pa¬ 
tient  was  positioned  in  same  way  in  these  studies.  Instead  the  ‘best’  position 
for  each  study  was  selected  independently.  Experienced  clinicians  would  rec¬ 
ognize  the  difficulty  in  repeating  a  standard  clinical  sonogram  in  this  manner. 
The  ability  to  reproduce  nearly  the  same  strain  image  is  very  encouraging. 


figures  and  .  Note  that  the  average  strain  in  these  pairs  of  frames  are  not 
equal,  and  there  is  likely  small  elevation  motion  in  the  relative  comparison  (as 
evidenced  in  the  slightly  different  B-mode  images),  however,  the  comparison 
is  very  good. 

It  is  difficult  to  describe  the  strain  images  of  cysts,  except  to  say  that 
the  frame-to-frame  strain  inside  the  typical  cyst  tends  to  decorrelate  rapidly 
as  if  the  contents  are  being  ‘stirred’  while  being  compressed.  Examples  of 
movie  loops  of  side-by-side  B-mode  and  strain  images  sequences  of  cysts  are 
included  in  the  CD-ROM.  This  rapid  decorrelation  appears  to  be  unique 
to  cysts  and  is  apparent  in  both  simple  and  ‘complex’  cysts.  An  atypical 
image  of  a  3mm  diameter  cyst,  shown  in  figure  ,  demonstrates  that  very 
small  objects  can  be  resolved  in  strain  images.  The  behavior  of  cysts  is  quite 
complicated,  and  we  do  not  yet  fully  understand  it.  Of  concern  is  why  the 
decorrelation  appears  nearly  equivalently  in  all  cysts  even  when  the  viscosity 
of  the  contents  is  likely  quite  different.  Also,  since  the  capsule  of  cysts  are 
sometimes  locations  of  cancerous  lesions,  we  want  to  further  understand  the 
role  of  the  capsule  in  the  resulting  stain  image. 

The  report  by  Garra,  et  ah,  [2]  that  demonstrated  that  the  width  of  a 
lesion  in  a  strain  image  compared  to  the  same  lesion  measured  in  a  B-mode 


(c)  Image  pairs  for  frame  44. 


(d)  Image  pairs  for  frame  59. 


(e)  Image  pairs  for  frame  17.  (f)  Image  pairs  for  frame  17. 


Figure  3:  Data  obtained  by  freehand  scanning  of  a  fibroadenoma  in  vivo. 
When  the  pre-compression  (cumulative  strain)  and  average  strain  in  the 
frame  are  equal,  equivalent  strain  images  are  obtained. 
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Figure  4:  An  image  pair  of  a  3mm  diameter  cyst  in  a  fibro-cystic  breast.  The 
cyst  is  easily  demonstrated  in  the  strain  image  confirming  that  small  objects 
can  be  resolved  in  strain  images. 


image  could  be  a  useful  criterion  for  discriminating  malignant  from  benign 
lesions.  In  an  effort  to  compare  lesion  size  in  the  two  imaging  modalities  with 
our  data,  we  transferred  the  data  to  an  off-line  computer  and  reprocessed  the 
strain  images  using  the  exact  algorithm  implemented  on  the  Elegra.  Movie 
loops  of  the  side-by-side  B-mode  and  strain  image  pairs  (avi  files)  were  cre¬ 
ated  to  view  the  motion  of  the  lesion  in  the  B-mode  image  and  the  resulting 
strain  image.  A  representative  frame  was  selected  that  showed  the  “typical” 
strain  image  for  that  lesion,  and  the  B-mode  image  was  displayed  allowing  the 
lesion  boarder  to  be  traced.  The  lesion  width  (and  height)  were  estimated  as 
the  maximum  dimension  perpendicular  (and  parallel)  to  the  acoustic  beam. 
The  tracing  and  measurement  process  was  then  repeated  with  the  strain 
image  from  that  same  frame.  Example  images  for  a  fibroadenoma  and  a 
carcinoma  axe  shown  in  figure  5. 

Garra,  et  al.,  suggested  that  the  width  of  a  carcinoma  in  a  strain  image  is 
typically  larger  than  that  measured  in  a  B-mode  image.  Our  results  support 
that  observation,  and  apparently  extend  its  diagnostic  utility.  Figure  6(a) 
shows  plots  of  the  width  and  height  of  these  three  lesion  types  as  measured  in 
B-mode  and  strain  images.  Figure  6(b)  shows  plots  of  a  similar  comparison 
of  the  total  area  of  the  lesion  in  the  two  imaging  modes.  Our  results  show 
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(a)  B-mode  and  strain  images  of  a  fi¬ 
broadenoma. 


(b)  B-mode  and  strain  images  of  an  in¬ 
vasive  ductal  carcinoma. 


Figure  5:  B-mode  and  strain  images  of  lesions  with  their  perimeter  traced  in 
the  B-mode  image,  and  that  tracing  also  appearing  in  the  strain  image  for 
comparison. 

that  the  width  and  height  of  benign  lesions  tend  to  be  about  the  same  size  in 
B-mode  and  strain  images  and  carcinomas  are  larger  in  strain  images  than 
B-mode,  but  the  separation  between  benign  and  carcinoma  is  much  larger 
when  we  use  the  lesion  area. 

These  results  are  very  encouraging,  and  from  this  work  we  believe  we  are 
following  a  solid  research  plan.  However,  our  enthusiasm  must  be  tempered 
with  the  fact  that  we  have  relatively  small  numbers  of  samples  of  each  lesion 
type  so  far,  the  data  includes  only  one  type  of  carcinoma  (invasive  ductal 
carcinoma),  the  carcinomas  were  ‘highly  suspicious’  as  a  result  of  mammog¬ 
raphy  and  sonography.  We  will  gain  further  confidence  in  these  results  as  we 
scan  less  suspicious  lesions  and  more  of  each  type  of  ‘suspicious’  lesion.  Our 
current  plans  are  unchanged  from  those  in  the  proposal  and  current  protocol, 
except  for  the  needs  described  below. 

One  of  the  reviewers  of  the  initial  application  noted  that  sonography  is 
highly  operator  dependent,  that  strain  imaging  would  likely  be  at  least  as  op¬ 
erator  dependent,  and  that  the  difiiculty  in  strain  imaging  might  discourage 
its  wide-spread  use.  We  agree  that  in  the  hands  of  the  untrained,  sonography 
is  not  reproducible,  and  that  trained,  registered  diagnostic  medical  sonogra- 
phers  are  key  in  producing  reliable  diagnosis  with  ultrasound.  We  believe 
the  same  will  be  true  for  strain  imaging.  Our  data  provide  evidence  that  a 
trained  sonographer  can  sequentially  scan  a  patient  and  produce  comparable 
B-mode  and  strain  images.  The  key  to  strain  imaging,  as  in  standard  sonog- 


raphy,  is  training.  One  of  the  challenges  that  we  did  not  anticipate  is  the 
lack  of  knowledge  of  most  sonographers  in  basic  mechanics  experiments  and 
the  associated  difficulty  in  creating  the  intuition  for  sonographers  in  these 
studies.  We  propose  to  extend  our  research  plan  by  including  the  future  work 
described  below.  The  additional  costs  for  this  work  have  not  been  estimated, 
but  the  merits  of  these  efforts  are  clear. 
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Width  in  B-mode  (mm)  Height  in  B-mode  (mm) 


(a)  Plots  of  the  lesion  linear  dimension. 


Area  in  B-mode  (mm^)  Area  in  B-mode  (mm^) 


(b)  Plots  of  lesion  area.  All  lesions  are  included  in  left  plot.  Only  those  smaller 
than  about  1cm  dia  are  shown  in  plot  on  the  right. 

Figure  6:  Plots  comparing  the  size  of  a  lesion  traced  in  the  B-mode  image 
versus  the  same  lesion  traced  in  a  representative  strain  image  for  cysts  (o), 
fibroadenomas  (□),  and  invasive  ductal  carcinomas  (x).  The  dashed  line  in 
each  image  represents  equal  size  measurement  in  both  images.  The  solid 
straight  line  (lower  right  plot)  suggests  that  a  simple  linear  discriminant 
would  completely  separate  carcinomas  from  benign  lesions  based  on  lesion. 
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Future  Work 


1.  Improve  the  motion  tracking  algorithm.  The  image  sequences  on  the 
CD-ROM  show  that,  although  most  of  the  images  in  the  sequence  in¬ 
clude  high-quality  strain  images,  some  of  the  strain  images  in  a  se¬ 
quence  have  excessive  noise,  and  that  noise  might  significantly  reduce 
the  utility  of  that  sequence  for  diagnosis.  This  is  likely  especially  true 
in  trying  to  evaluate  the  possible  nonlinearity  in  strain  contrast  of  fi¬ 
broadenomas.  Also,  making  the  motion  tracking  more  robust  will  in¬ 
crease  the  ease  of  scanning  in  real-time.  In  addition,  it  is  very  difficult 
to  control  the  exact  frame-to-frame  strain  rate  during  compression.  As 
a  result  the  average  strain  in  each  of  a  sequence  of  frames  in  not  con¬ 
stant,  and  we  must  automatically  scale  each  frame  of  the  sequence 
to  provide  approximately  the  same  mean  gray  level  to  avoid  visual 
brightness  flicker.  The  three  items  listed  below  will  improve  the  overall 
quality  of  these  image  sequences: 

•  Improve  image  quality  through  up-sampling  (interpolating)  the  rf 
echo  data  from  36MHz  (Elegra  sampling  frequency)  to  72MHz  or 
higher.  An  example  of  the  benefit  of  this  effort  is  demonstrated 
in  figure  7. 

•  Dynamically  adjust  the  “skip”  to  maintain  a  constant  frame-average 
strain  of  1-1.5%.  Many  of  the  movie  loops  on  the  CD-ROM  show 
the  problem  and  illustrate  the  benefits.  A  dynamically-adjusted 
‘skip’  will  make  the  average  brightness  of  these  images  more  nearly 
equal  and  allow  us  to  more  accurately  scale  them. 

•  Track  the  displacement  vector  field  in  time  (frame  to  frame)  and 
force  that  time-dependent  field  to  be  a  smooth  function  thereby 
making  motion  tracking  more  robust.  The  benefit  of  this  is  a 
reduction  in  the  large-scale  displacement  noise  and  an  improved 
ability  to  judge  the  tissue  nonlinearity  (e.g.,  fibroadenoma). 

2.  Develop  training  tools  for  teaching  sonographers  and  clinicians  basic 
mechanics  in  tissues  and  palpation  imaging  techniques.  Sonographers 
lack  the  experience  of  performing  experiments  in  basic  structural  me¬ 
chanics.  Therefore,  it  is  difficult  to  describe  to  them  the  need  for  ma¬ 
nipulating  ‘boundary  conditions,’  even  when  it  is  explained  in  simple 
terms  of  direction  of  motion.  We  need  a  set  of  training  tools  to  teach 
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sonographers  what  the  appropriate  tissue  motion  looks  like  in  a  B-mode 
image  (their  standard  reference),  what  a  high-quality  strain  image  looks 
like  when  the  motion  is  appropriate  for  tracking,  and  what  the  typi¬ 
cal  errors  in  motion  are.  For  example,  using  simulation  tools  we  have 
already  developed  we  can  demonstrate  B-mode  and  strain  image  pairs 
of  the  desired  uniaxial  motion  as  well  as  situations  where  there  is  too 
much  lateral  motion,  rotational  motion,  shear,  and  elevational  motion. 
This  will  help  to  provide  intuition  in  determining  what  is  wrong  when 
poor  strain  images  are  being  obtained  and  how  to  correct  it.  Improved 
phantoms  for  practice  scanning  will  reinforce  this  intuition. 

(a)  Simulation  software  that  demonstrates  how  a  normal  (B-mode) 
ultrasound  image  looks  when  data  are  acquired  correctly  and  what 
can  go  wrong,  and  how  to  recognize  what  is  wrong. 

(b)  Phantoms  as  demonstration  and  training  tools. 

(c)  Phantoms  to  investigate  the  nature  of  strain  imaging  of  cysts.  A 
variety  of  cyst  phantom  designs  will  help  us  to  determine  the  role 
of  the  capsule  and  the  viscosity  of  the  contents  in  the  resulting 
strain  image,  as  described  above. 


Key  Research  Accomplishments 

•  The  motion  tracking  algorithm  has  been  implemented  on  the  Siemens 
SONOLINE  Elegra  and  displays  B-mode  and  strain  images  side-by-side 
at  about  eight  frames  per  second. 

•  There  is  no  significant  difference  between  the  displacement  variance 
(strain  image  noise)  for  fioating  point  or  integer  computation  of  dis¬ 
placement  and  strain. 

•  We  found  that  the  key  to  obtaining  high-quality  in  vivo  strain  images 
of  the  breast  is  to  form  the  images  in  “real-time,”  that  is,  fast  enough  to 
provide  the  hand-eye  coordination  system  sufficient  feedback  to  control 
the  conditions  of  tissue  deformation.  The  minimum  frame  rate  appears 
to  be  about  four  frames  per  second,  but  higher  frame  rates  (currently 
about  eight  frames  per  second)  make  palpation  imaging  easier. 


17 


(a)  Strain  image 
generated  with  the 
sampling  frequency  of 
36MHz. 


(b)  Strain  image  gen¬ 
erated  with  the  rf  echo 
data  interpolated  to 
72MHz. 


(c)  Strain  image  gen¬ 
erated  with  the  rf  echo 
data  interpolated  to 
144MHz. 


Figure  7:  Strain  images  of  a  phantom  containing  a  spherical  target  in  a 
uniform  background  with  three  different  echo  sample  intervals.  In  all  cases 
the  displacement  estimates  are  interpolated  in  the  same  manner  to  obtain 
sub-sample  displacement  accuracy,  yet  the  benefit  of  interpolating  the  echo 
data  is  clear.  Phantom  data  are  used  for  this  illustration  to  remove  the 
ambiguity  of  whether  the  changes  resulting  from  interpolation  are  real. 


•  We  have  developed  scanning  techniques  for  acquiring  strain  image  data 
from  in  vivo  breasts  that  provides  reproducible  results. 

•  There  is  no  significant  difference  between  the  displacement  variance 
(strain  image  noise)  for  freehand  scanning  versus  motorized  compres¬ 
sion  for  strain  imaging. 

•  We  have  found  that  the  frame-to-frame  strain  patterns  from  various 
breast  abnormalities  appears  to  be  unique  to  the  abnormality.  For  ex¬ 
ample,  the  fluid  within  cysts  appears  to  be  ‘stirred’  when  deformed  in 
palpation  imaging,  and  that  ‘stirring’  causes  the  rf  echo  signal,  and 
therefore  the  strain  image,  to  decorrelate  rapidly  with  time.  We  have 
also  found  that  the  strain  contrast  for  fibroadenomas  is  not  constant 
with  compression;  at  very  low  pre-loading  fibroadenomas  are  stiffer 
than  their  surroundings  and  provide  high  negative  contrast.  With  in¬ 
creased  compression  that  contrast  is  often  significantly  reduced;  Inva¬ 
sive  ductal  carcinomas  maintain  a  high  negative  contrast  at  all  pre-load 
compressions. 


•  We  have  found  that  by  comparing  the  area  of  a  lesion  measured  on 
the  standard  ultrasound  B-mode  image  with  area  measured  on  a  strain 
image,  benign  lesions  have  nearly  equal  area  on  both  modalities  but 
invasive  ductal  carcinomas  are  significantly  larger  on  the  strain  image 
than  in  B-mode. 
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Conclusions 

Our  initial  research  plan  included  the  development  and  initial  testing  of  a 
method  for  real-time  imaging  of  mechanical  strain  in  tissue  and  is  proceeding 
as  planned.  Our  success  in  this  effort  far  exceeds  our  anticipated  results.  The 
phantom  studies  proposed  proved  far  too  simple  to  evaluate  the  the  merit 
of  this  technique,  but  the  in  vivo  results  demonstrate  the  reproducibility  of 
strain  imaging.  Results  to  date  show  that  each  type  of  breast  lesion  studied 
has  a  characteristic  pattern  in  a  sequence  of  strain  images  and  this  might 
be  useful  in  discriminating  among  breast  lesion  types.  Further,  measure¬ 
ments  of  lesion  size  in  strain  images  compared  to  B-mode  images  appears  to 
be  a  sensitive  diagnostic  criterion  for  discriminating  malignant  from  benign 
lesions.  One  of  our  challenges  is  to  teach  a  broader  range  of  clinicians  to 
perform  this  new  scanning  technique.  Improvements  in  the  motion  tracking 
algorithm  will  make  strain  imaging  more  robust  and  increase  the  confidence 
of  the  sonographer.  The  development  of  training  tools  to  help  teach  the  basic 
mechanics  behind  this  technique  will  improve  the  sonographers  knowledge  of 
the  task  at  hand  and  guide  in  determining  how  to  acquire  the  appropriate 
data.  Our  results  to  date  indicate  that  real-time  palpation  imaging  has  the 
potential  to  significantly  improve  the  diagnosis  of  breast  abnormalities.  This 
new  tool  runs  as  a  software  application  on  an  existing  clinical  sonography 
system  and  is  therefore  easily  distributed  broadly  when  it  is  an  appropri¬ 
ate  product.  Our  software  is  computationally  intensive,  but  it  is  expected 
that  future  sonography  systems  from  all  manufacturers  will  have  sufiicient 
computational  capacity  to  support  this  application.  Wide-spread  use  would 
likely  follow,  if  our  current  results  are  representative.  We  look  forward  to 
continued  success. 
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In  vivo  results  of  real-time  freehand  elasticity  imaging 
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Abstract — We  are  developing  a  system  for  real-time 
estimation  and  display  of  tissue  elastic  properties  us¬ 
ing  a  clinical  ultrasonic  imaging  system.  Our  hypoth¬ 
esis  is  that  real-time  feedback  of  elasticity  images  is 
essential  in  obtaining  high-quality  data.  Extensive  ex¬ 
perience  with  laboratory  fixtures  and  off-line  process¬ 
ing  of  elasticity  data  showed  that  problems  occurring  in 
data  acquisition  often  resulted  in  poor  elasticity  image 
quality.  Our  experience  with  real-time  freehand  elas¬ 
ticity  imaging  shows  that  images  with  high  contrast- 
to-noise  can  be  obtained.  Results  in  volunteer  patients 
have  shown  that  high  quality  elasticity  images  are  eas¬ 
ily  obtained  in  vivo  in  breast  and  thyroid  pathologies. 
The  key  element  to  successful  scanning  is  real-time  vi¬ 
sual  feedback  which  guides  the  patient  positioning  and 
compression  direction.  Results  show  that  individual 
images  of  axial  strain  in  tissues  can  be  quite  mislead¬ 
ing  and  that  a  ‘movie  loop’  of  strain  images  provides 
significantly  more  information  adding  to  intuition. 

1.  Introduction 

The  potential  for  improving  the  qualitative  nature  of 
palpation  by  imaging  quantitative  measures  of  tissue 
viscoelasticity  has  generated  a  great  deal  of  research 
and  commercial  interest  world-wide.  Our  initial  efforts 
focused  on  modelling  displacement  and  strain,  devel¬ 
oping  algorithms  for  displacement  and  strain  estima¬ 
tion,  and  testing  those  techniques  in  phantoms  and  in 
vitro  kidneys  (see,  for  example,  [1-5]).  Significant  ef¬ 
fort  was  expended  on  developing  high-order  motion  es¬ 
timators  for  tracking  fine-scale  motion.  However,  little 
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data  were  available  to  investigate  the  need  or  utility  of 
the  high-order  motion  estimation  techniques  for  in  vivo 
imaging  of  tissues.  The  most  useful  report  [6]  used  rel¬ 
atively  crude  data  acquisition  hardware  and  simple  mo¬ 
tion  tracking  software,  but  this  effort  clearly  demon¬ 
strated  that  strain  imaging  has  merit  in  breast  lesion 
discrimination. 

Our  efforts  in  this  study  focus  on  the  development 
of  algorithms  with  the  potential  for  performing  strain 
imaging  at  substantially  real-time  frame  rates,  and  im¬ 
plementing  and  testing  those  algorithms  on  a  state-of- 
the-art  ultrasound  imaging  system.  Our  results  demon¬ 
strate  the  value  in  real-time  side-by-side  display  of  B- 
mode  and  strain  images  for  guiding  data  acquisition 
and  data  interpretation.  Comparisons  among  different 
lesion  types  studied  in  vivo  show  a  significant  differ¬ 
ence  in  strain  images  for  cysts,  fibroadenoma,  and  car¬ 
cinoma. 

The  report  by  Garra,  et  al.,  [6]  described  a  set  of 
criteria  applied  to  evaluate  strain  imaging  compared  to 
normal  B-mode  imaging.  Among  those  criteria  were 
lesion  visibility,  relative  brightness,  lesion  margin  reg¬ 
ularity,  lesion  margin  definition,  lesion  size  (lateral 
and  axial),  B-mode  image  measurements  relative  to 
strain  image  and  pathology  measurements.  Among 
their  findings,  they  noted  that  all  benign  lesions  have 
about  the  same  width  on  B-mode  and  strain  images, 
but  the  height  measurement  could  not  be  tmsted  due 
to  axial  blurring  in  image  formation.  Fibroadenomas 
typically  were  non-uniform  in  stiffness;  cancers  were 
uniformly  stiffer  than  their  surroundings  in  all  but  one 
case. 

Our  results  are  generally  consistent  with  those  found 
by  Garra,  et  al.,  but  the  differences  in  carcinoma  size 
in  B-mode  and  strain  images  is  greater  and  all  lesions 
found  in  sonography  or  mammography,  whether  pal¬ 
pable  or  not,  were  visible  with  our  techniques.  Some 
of  our  findings  help  to  understand  the  shortcomings  of 


the  results  reported  by  Garra  and  provide  even  more 
evidence  for  the  utility  of  this  technique  for  the  dis¬ 
crimination  of  carcinomas  from  benign  conditions. 

II.  Materials  and  Methods 
Strain  Image  Formation 

A  2-D  block  matching  algorithm,  based  on  the  sum- 
squared  difference  (SSD)  algorithm,  is  used  for  mo¬ 
tion  tracking  in  our  implementation.  With  this  method, 
motion  is  tracked  by  searching  for  a  kernel  of  data 
from  the  pre-compression  rf  echo  data  in  a  search  re¬ 
gion  of  the  post-compression  rf  echo  field.  The  ker¬ 
nel  size  was  selected  to  approximate  the  2-D  pulse- 
echo  ultrasound  point  spread  function  for  the  system 
employed  (Siemens  SONOLINE  Elegra  with  7.5L40 
and  VFX13-5  hnear  arrays).  Data  were  processed  on 
the  Image  Processor  subsystem  of  the  Elegra.  This 
subsystem  hosts  two  Texas  Instruments  TMS320C80 
processors.  The  SSD  algorithm  exceeds  the  compu¬ 
tational  capacity  of  the  Image  Processor  subsystem. 
To  reduce  the  computational  load,  an  adaptive  search 
strategy  was  developed  which  reduces  the  size  of  the 
required  search  region  in  performing  the  SSD  block 
matching.  The  resulting  algorithm  displays  streaming 
B-mode  and  strain  images  side-by-side  at  about  eight 
frames  per  second  and  stores  the  full  sequence  of  I-Q 
echo  data  at  full  bus  speed  for  on-line  post-processing. 

Echo  data  obtained  while  scanning  phantoms  with 
motorized  and  freehand  compression  result  in  equiva¬ 
lent  strain  image  contrast  and  resolution  when  the  aver¬ 
age  strain  in  the  image  is  the  same  for  the  two  methods. 
Displacement  variance  is  slightly  higher  for  fi'eehand 
compression,  and  the  frame-to-frame  strain  is  not  con¬ 
stant,  but  this  is  a  small  penalty  for  the  ease  of  freehand 
scanning.  In  fact,  small  (e.g.,  2.4mm  diameter)  spher¬ 
ical  targets  are  considerably  easier  to  locate  and  scan 
with  freehand  compared  to  motorized  compression. 

Patient  Scanning 

All  patients  provided  informed  consent  consistent 
with  the  protocol  approved  by  the  Human  Subjects 
Committee  (Institutional  Review  Board)  at  Kansas 
University  Medical  Center.  Patient  scans  were  per¬ 
formed  in  a  manner  consistent  with  a  normal  breast 
ultrasound  exam;  the  breast  was  scanned  with  the  pa¬ 
tient  (typically)  in  the  supine  position  with  her  arm  be¬ 
hind  her  head.  When  the  breast  lesion  was  located. 


the  transducer  was  pressed  toward  the  chest  wall  at  a 
steady  rate  in  an  effort  to  achieve  about  1-1.5%  com¬ 
pression  frame-to-frame.  In  some  cases,  for  example 
when  scanning  lateral  lesions  in  large  (D-cup)  breasts, 
the  patient  was  rolled  slightly  to  her  contralateral  side 
so  that  gravity  would  flatten  the  breast  tissue  in  the  re¬ 
gion  to  be  scanned.  Using  this  scanning  technique,  no 
patient  has  experienced  any  discomfort  in  our  proce¬ 
dures. 

The  scanning  procedure  began,  following  lesion  lo¬ 
calization,  by  repeating  the  compress/release  cycle  for 
relatively  large  (>10%)  compression  while  watching 
the  B-mode  image.  The  compression  technique  was 
adjusted,  by  changing  the  compression  direction  or 
patient  position,  until  there  was  nearly  uniaxial  com¬ 
pression  with  minimal  elevation  motion.  With  this 
achieved,  the  strain  imaging  software  was  enabled  to 
evaluate  the  quality  of  the  sequence  of  strain  images. 
If  a  large  sequence  (<30  frames)  of  strain  images  had 
good  image  quality  (relatively  high  contrast-to-noise 
ratio)  and  high  frame-to-frame  similarity,  the  data  ac¬ 
quisition  was  frozen,  the  image  sequence  stored,  and 
select  images  recorded  on-line.  If  the  compression 
was  too  slow  resulting  in  low  frame-average  strain,  the 
inter-frame  skip  was  adjusted  to  increase  the  strain  be¬ 
tween  frame  pairs  used  in  displacement  and  strain  esti¬ 
mation,  as  suggested  by  Lubinski,  et  al.,  [7].  A  repre¬ 
sentative  result  for  a  3mm  cyst  is  shown  in  figure  1. 

A  similar  scanning  technique  was  used  to  acquire 
data  from  several  thyroids.  The  scanning  technique 
began  by  viewing  the  thyroid  in  a  B-mode  image  dur¬ 
ing  compress/release  cycles  to  determine  the  preferred 
probe  position  and  compression  direction.  The  goal 
for  the  average  strain  between  adjacent  frames  and  the 
total  cumulative  strain  are  the  same  as  before.  We 
have  much  less  experience  with  Palpation  Imaging  of 
the  thyroid  (compared  with  breast),  however,  figure  2 
proves  that  high  quality  strain  images  can  be  obtained. 

III.  Results 

One  of  the  most  promising  uses  of  this  technology  is 
differentiation  among  breast  lesions.  To  date  we  have 
successfully  scanned  42  breast  patients.  Among  these 
patients  we  have  acquired  data  from  25  cysts,  18  fi¬ 
broadenomas,  and  six  carcinomas.  Each  of  these  le¬ 
sion  types  has  a  distinctive  behavior  in  its  strain  im¬ 
age  under  cyclic  compression.  Cysts  have  weU-defined 


(a)  Average  strain.  (b)  Cumulative  strain. 


(c)  B-mode  and  strain  images  as  displayed  on  the  Elegra 
for  frame  40  in  the  sequence. 

Fig.  1.  Data  obtained  by  freehand  scanning  of  a  breast  cyst  in 
vivo.  The  average  strain  per  frame  (a)  suggests  nearly  ideal  com¬ 
pression  rate  in  this  case.  The  adjacent  frames  were  used  in  ana¬ 
lyzing  this  sequence  of  data.  The  cumulative  strain  in  the  sequence 
(b)  demonstrates  that  about  a  18%  compression  range  was  achieved 
in  this  study.  A  B-mode  and  strain  image  pair  obtained  from  this 
sequence  is  shown  in  (c). 


Fig.  2.  A  B-mode  and  strain  image  pair  obtained  by  freehand 
scanning  of  a  thyroid  in  vivo.  A  small  benign  lesion  is  seen  in  the 
lower  corner  of  the  thyroid. 

boundaries  at  the  top  and  sides,  but  sometimes  show 
a  very  soft  bottom  layer.  That  layer  might  be  due 
to  a  sediment  inside  the  cystic  fluid.  The  interior 
echoes  within  the  cysts  rapidly  decorrelate  with  com¬ 
pression.  Overall  a  cyst  can  be  either  relatively  stiff, 


as  if  it  were  a  distended  balloon,  or  relatively  soft.  Fi¬ 
broadenomas  also  (typically)  have  well-defined  bound¬ 
aries  and  often  have  relatively  homogeneous  interior 
stiffness.  However,  some  fibroadenomas  have  hetero¬ 
geneous  strain  patterns.  All  fibroadenomas  are  more 
comparable  in  stiffness  to  the  surrounding  tissues  than 
carcinomas.  Indeed,  fibroadenomas  appear  to  have  a 
nonlinear  stress-strain  relationship  relative  to  their  sur¬ 
roundings  as  illustrated  in  figure  3.  All  carcinomas 
studied  so  far  were  invasive  ductal  carcinomas  that 
were  easily  diagnosed  from  mammogram  and  sono¬ 
gram  results. 

In  an  effort  to  compare  lesion  size  in  the  two  imag¬ 
ing  modalities,  we  transferred  the  data  to  an  off-line 
computer  for  further  analysis.  We  reprocessed  the 
strain  images  using  the  exact  algorithm  implemented 
on  the  Elegra.  Movie  loops  of  the  side-by-side  B- 
mode  and  strain  image  pairs  (avi  files)  were  created 
to  view  the  motion  of  the  lesion  in  the  B-mode  image 
and  the  resulting  strain  image.  A  representative  frame 
was  selected  that  showed  the  “typical”  strain  image 
for  that  lesion,  and  the  B-mode  image  was  displayed 
allowing  the  lesion  boarder  to  be  traced.  The  lesion 
width  (and  height)  were  estimated  as  the  maximum 
dimension  perpendicular  (and  parallel)  to  the  acoustic 
beam.  The  tracing  and  measurement  process  was  then 
repeated  with  the  strain  image  from  that  same  frame. 
Example  images  for  a  fibroadenoma  and  a  carcinoma 
are  shown  in  figure  4. 

It  is  intriguing  to  examine  the  relative  size  of  these 
lesions  comparing  their  width,  height,  and  area  as  mea¬ 
sured  in  B-mode  and  strain  images.  Garra,  et  al.,  sug¬ 
gested  that  the  width  of  a  carcinoma  in  a  strain  image 
is  typically  larger  than  that  measured  in  a  B-mode  im¬ 
age.  Our  results  support  that  observation,  and  appar¬ 
ently  extend  its  diagnostic  utility.  Figure  5(a)  shows 
plots  of  the  width  and  height  of  these  three  lesion  types 
as  measured  in  B-mode  and  strain  images.  Figure  5(b) 
shows  plots  of  a  similar  comparison  of  the  total  area 
of  the  lesion  in  the  two  imaging  modes.  Our  results 
show  that  the  width  and  height  of  benign  lesions  tend 
to  be  about  the  same  size  in  B-mode  and  strain  im¬ 
ages  and  carcinomas  are  larger  in  strain  images  than 
B-mode,  but  the  separation  between  benign  and  carci¬ 
noma  is  much  larger  when  we  use  the  lesion  area. 


(c)  B-mode  and  strain  images  for  frame  44.  A  similar 
image  is  found  at  frame  59. 


(d)  B-mode  and  strain  images  for  frame  17.  A  similar 
image  is  found  at  frame  77. 

Fig.  3.  Data  obtained  by  freehand  scanning  of  a  fibroadenoma  in 
vivo.  The  average  strain  per  frame  (a)  suggests  a  slow  compression 
rate  in  this  case.  The  inter-frame  skip  was  increased  to  pair  every 
fourth  frame  in  analyzing  this  sequence  of  data.  The  cumulative 
strain  in  the  sequence  (b)  demonstrates  that  about  a  20%  compres¬ 
sion  range  was  achieved  in  this  study. 

IV.  Discussion 

Real-time  display  of  side-by-side  B-mode  and  strain 
images  is  essential  for  guiding  the  manipulation  of 
boundary  conditions  for  the  mechanics  experiment  that 
is  strain  imaging.  The  real-time  feedback  to  the  hand- 


(a)  B-mode  and  strain  images  of  a  fibroadenoma. 


(b)  B-mode  and  strain  images  of  an  invasive  ductal  car¬ 
cinoma. 

Fig.  4.  B-mode  and  strain  images  of  lesions  with  their  perimeter 
traced  in  the  B-mode  image,  and  that  tracing  also  appearing  in  the 
strain  image  for  comparison. 

eye  coordination  systems  allows  the  sonographer  to 
manipulate  the  compression  direction,  force,  and  rate 
to  obtain  high-quality  sequences  of  strain  images.  The 
system  involves  no  addition  fixtures  or  remote  data  ac¬ 
quisition  or  signal  processing  hardware.  It  is  fully  in¬ 
tegrated  into  the  Elegra  system. 

Our  results  show  significantly  different  strain  image 
sequences  for  each  lesion  type  studied.  Although  the 
range  of  lesion  types  does  not  include  all  those  found 
in  breasts,  they  do  include  the  vast  majority  of  types. 
It  was  found  that  to  appreciate  the  differences  among 
lesion  types,  and  to  determine  the  “typical”  strain  im¬ 
age  for  a  given  lesion,  it  was  necessary  to  observe  a 
sequence  of  B-mode  and  strain  images  displayed  side- 
by-side.  With  that  sequence,  a  very  reproducible  de¬ 
termination  of  the  lesion  boundary  could  be  obtained. 
Measurements  of  lesion  dimension  were  then  made 
and  the  results  for  lesion  width  are  consistent  with 


(a)  Plots  of  the  lesion  linear  dimension. 


(b)  Plots  of  lesion  area.  All  lesions  are  included  in  left  plot. 
Only  those  smaller  than  about  1cm  dia  are  shown  in  plot 
on  the  right. 

Fig.  5.  Plots  comparing  the  size  of  a  lesion  traced  in  the  B-mode 
image  versus  the  same  lesion  traced  in  a  representative  strain  im¬ 
age  for  cysts  (o),  fibroadenomas  (□),  and  invasive  ductal  carci¬ 
nomas  (x).  The  dashed  line  in  each  image  represents  equal  size 
measurement  in  both  images.  The  solid  straight  line  (lower  right 
plot)  suggests  that  a  simple  linear  discriminant  would  completely 
separate  carcinomas  from  benign  lesions  based  on  lesion. 

those  reported  by  Garra,  et  al.  That  report  stated  a  lack 
of  confidence  in  their  measurements  of  lesion  height. 
Our  results  with  cylindrical  and  spherical  targets  in 
phantoms  show  that  we  can  accurately  measure  lesion 
dimension  in  both  height  and  width,  and  therefore  we 
use  lesion  area  as  the  criterion  for  comparing  lesion 
size  in  B-mode  and  strain  images. 

The  smoothly  varying  strain  contrast  appears  to  be 
unique  to  fibroadenomas  so  far  in  our  experience. 
Smoothly  varying  contrast  suggests  that  the  stress- 
strain  relationship  for  the  fibroadenoma  does  not  par¬ 
allel  that  of  the  surrounding  tissue.  Fibroadenomas 
that  vary  in  strain  contrast  appear  dark  (stiffer)  at  low 
precompression  and  lose  contrast  (become  relatively 
softer)  at  higher  precompression.  This  suggests  that 


the  stress- strain  relationship  for  the  surrounding  tissue 
is  likely  more  nonlinear  than  that  of  the  fibroadenoma. 

The  sequence  of  B-mode  and  strain  image  pairs  al¬ 
lows  the  sonographer  to  select  images  representative 
of  the  “typical”  strain  image  for  a  lesion.  This  abil¬ 
ity,  along  with  better  determination  of  lesion  bound¬ 
ary  available  by  viewing  a  sequence  of  images,  has 
likely  improved  the  ability  to  measure  true  lesion  size 
in  strain  imaging  compared  with  the  results  reported  by 
Garra,  et  al. 

V.  Conclusions 

A  new  system  for  real-time  imaging  of  tissue  strain 
in  vivo  using  freehand  scanning  is  described  and  some 
of  the  results  obtained  with  this  system  are  reported. 
The  new  system  provides  real-time  feedback  allowing 
the  user  to  manipulate  the  conditions  of  tissue  com¬ 
pression  resulting  in  the  ability  to  successfully  scan  all 
patients  for  which  the  technique  was  attempted.  The 
strain  images  for  various  lesion  types  are  unique,  and 
the  relative  size  of  the  lesions  appears  to  be  a  strong 
candidate  for  discriminating  benign  from  cancerous  le¬ 
sions.  However,  further  testing  will  be  needed  to  sup¬ 
port  this  observation. 
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will  also  be  presented.  The  support  by'  US  AMRAA  DAMD17-00-1-0596,  NSF  BES-9708221,  and  Siemens 
Medical  Systems  is  gratefully'  acknowledged. 
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A  NEW  SYSTEM  FOR  REAL-TIME  FREEHAND  IMAGING  OF 

TISSUE  ELASTICITY 

Vanning.  Zhu  and  Timothy.  J.  Hall 

PURPOSE:  A  new  system  for  imaging  the  elastic  properties  of  tissues  in  real-time  with 
freehand  scanning  is  described.  METHODS  AND  MATERIALS:  The  system  is  based 
on  the  Siemens  Sonoline  Elegra  ultrasonic  imaging  system  and  involves  software 
modifications  only  (no  additional  hardware).  The  general  problem  of  tracking  3-D 
motion  with  a  2-D  imaging  system,  and  the  specific  solution  implemented  in  real-time 
on  the  Siemens  Elegra  will  be  described.  The  limitations  in  image  quality  due  to 
freehand  scanning  (versus  controlled  motorized  compression)  will  also  be  discussed. 
RESULTS:  The  variance  in  displacement  estimates  increases  only  slightly  with 
freehand  scanning  versus  motorized  compression.  Real-time  imaging  of  tissue  elasticity 
provides  the  visual  feedback  to  know  when  high-quality  data  are  acquired. 
CONCLUSIONS:  Examples  from  phantoms  and  breast  and  thyroid  abnormalities  show 
that  real-time  feedback  allows  the  sonographer  to  manipulate  the  scanning  technique  to 
reproducibly  obtain  high-quality  images.  High  resolution,  low  noise  images  in 
phantoms  and  tissue  show  that  this  new  system  has  great  promise  as  a  new  diagnostic 
tool  for  soft  tissues. 
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ULTRASOUND  PALPATION  IMAGING  AS  A  TOOL 
FOR  IMPROVED  DIFFERENTIATION  AMONG 
BREAST  ABNORMALITIES 

Timothy.  J.  Hall,  Yaiming.  Zhu,  Candace.  Spalding,  Patrick.  Von  Behren, 
Glendon.  G.  Cox  and  Marci.  Brecheisen 

PURPOSE:  A  new  "palpation  imaging"  system  for  visualizing  the  elastic 
properties  of  tissues  in  real-time  provides  an  opportunity  to  test  the 
hypopthesis  that  tissue  elastic  properties  can  be  used  to  improve  detection 
and  discrimination  in  breast  cancer  imaging.  A  previous  report  by  Garra, 
et  al.  (Radiology  202:79-86, 1997)  provided  criteria  for  strain  image 
evaluation.  METHODS  AND  MATERIALS:  The  system  is  integrated  into 
the  Siemens  Sonoline  Elegra  ultrasonic  imaging  system  and  tracks  motion 
in  2-D.  The  system  provides  sequences  of  strain  images  during  freehand 
compression-release  cycles.  The  sequence  of  high-quality  strain  images 
increases  confidence  in  the  interpretation  of  the  strain  image  data.  Normal 
breasts  and  those  with  cysts,  benign  solid  tumors  and  malignant  tumors 
were  studied.  RESULTS:  Real-time  image  feedback  has  allowed  us  to 
form  high-quality  strain  images  of  all  palpable  lesions.  CONCLUSIONS: 
Images  of  tissue  elasticity  obtained  with  fee  new  palpation  imaging  system 
show  that  most  of  Garra's  criteria  are  consistent  with  current  data, 
however  some  criteria  can  be  improved. 
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